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“, TRAJAN APPLICATION NOTE

Analysis of volatile free fatty acids in water

BP21 (FFAP)

Column part number 054462

Phase BP21 (FFAP) Detector FID

Column 25m x0.22 mm x 0.25 ym Injection mode Split

Initial temperature Isothermal at 140°C
Components
1. Acetic Acid
2. Propionic Acid
3. iso-Butyric Acid

7 4. n-Butyric Acid
5. iso-Valeric Acid
6. n-Valeric Acid
7. n-Caproic
8. n-Heptanoic Acid
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