
Analysis of substituted aromatics
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APPLICATION NOTE

1.  Benzene
2.  Toluene
3.  Chlorobenzene
4.  Ethylbenzene
5.  m, p-Xylene
6.  o-Xylene
7.  Styrene
8.  iso Propylbenzene
9.  n-Propylbenzene
10.  1,3,5-Trimethylbenzene
11.  1,2,4-Trimethylbenzene
12.  m-Dichlorobenzene
13.  sec-Buthylbenzene, p-Dichlorobenzene
14.  o-Dichlorobenzene
15.  Butyl-benzene
16.  1,2,4 - Trichlorobenzene
17.  Napthalene
18.  Hexachlorobutadine

BP5

Phase BP5
Column 25 m x 0.22 mm x 0.25 µm
Initial temperature 40°C, 4 min
Rate 1 2°C/min to 60°C
Rate 2 5°C/min

Final temperature 80°C, 2 min
Detector FID
Injection mode Split
Carrier gas H2

Components

Column part number 054168
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